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For correct compound identification, both LC methods (including columns) for polyphenol and triterpene glycoside quantification were transferred to an Acquity UPLC system coupled to a Synapt G2-S high-resolution mass spectrometer (Waters) (Figs. 1S and 2S). The eluent flow rate had to be decreased for detection of polyphenols (0.5 mL/min) to obtain optimal spray conditions. Therefore, the run time was modified com- 
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